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ABSTRACT
A novel method for functional lung imaging was introduced by adapting the
K-edge subtraction method (KES) to in vivo studies of small animals. In this
method two synchrotron radiation energies, which bracket the K-edge of the
contrast agent, are used for simultaneous recording of absorption-contrast images.
Stable xenon gas is used as the contrast agent, and imaging is performed in
projection or computed tomography (CT) mode. Subtraction of the two images
yields the distribution of xenon, while removing practically all features due to
other structures, and the xenon density can be calculated quantitatively. Because
the images are recorded simultaneously, there are no movement artifacts in the
subtraction image. Time resolution for a series of CT images is one image/s,
which allows functional studies. Voxel size is 0.1mm3, which is an order better
than in traditional lung imaging methods.
KES imaging technique was used in studies of ventilation distribution and
the effects of histamine-induced airway narrowing in healthy, mechanically ven-
tilated, and anaesthetized rabbits. First, the effect of tidal volume on ventilation
was studied, and the results show that an increase in tidal volume without an
increase in minute ventilation results a proportional increase in regional ventila-
tion. Second, spiral CT was used to quantify the airspace volumes in lungs in
normal conditions and after histamine aerosol inhalation, and the results showed
large patchy filling defects in peripheral lungs following histamine provocation.
Third, the kinetics of proximal and distal airway response to histamine aerosol
were examined, and the findings show that the distal airways react immediately
to histamine and start to recover, while the reaction and the recovery in proximal
airways is slower. Fourth, the fractal dimensions of lungs was studied, and it
was found that the fractal dimension is higher at the apical part of the lungs
compared to the basal part, indicating structural differences between apical and
basal lung level.
These results provide new insights to lung function and the effects of drug
challenge studies. Nowadays the technique is available at synchrotron radiation
facilities, but the compact synchrotron radiation sources are being developed, and
in relatively near future the method may be used at hospitals.
Classification (INSPEC): A8710, A8745F, A8745H, A8760J
Keywords: synchrotron radiation, imaging, xenon, airway structure, distribu-
tion of ventilation, broncho-constriction, asthma
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1. INTRODUCTION
The ability to quantify the regional distribution of air volume within the lung
would provide a valuable tool for the study of regional lung function and give ac-
cess to the measurement of regional lung mechanical properties. In mechanically
ventilated subjects, factors such as regional lung mechanics, ventilation modes,
and the presence of pathology, all affect the distribution of inspired air. Non-
invasive methods to study the impact of such factors on the regional distribution
of ventilation are currently needed [Frerichs et al., 2002].
The use of imaging technique allows an access to a local information, which
is not possible with spirometry giving global lung volumes and ventilation indi-
cations. Ideally, the imaging method should have a spatial resolution allowing to
image small airspaces, and the signal should come from the gas itself. At the same
time, the temporal resolution should be sufficient for in vivo functional studies.
The spatial resolution of the modern thorax computed tomography (CT) scan-
ners is of the order of 1 mm3 and the regional air and tissue content can be es-
timated from a conversion of Hounsfield units. However, this measurement does
not allow the distinction of well vs. poorly ventilated peripheral air spaces of
the lungs. A direct signal from the gas itself is obtained by scintigraphic meth-
ods [Gefter, 2002], xenon-enhanced CT [Marcucci et al., 2001], and by the use of
hyper-polarized 3He in magnetic resonance imaging (MRI) [Middleton et al., 1995].
The limitations arise from the weak signal, low spatial and/or temporal resolu-
tion, and from interactions of the marker gas with the lung tissue. The spatial,
temporal and contrast resolution are related to each other, because for a signal
sufficiently above the noise level a minimum voxel size and acquisition time are
required. The acquisition time is limited by motion artifacts, gas interactions
with the tissue and by the radiation dose in the cases where x-rays or radioactive
markers are used. Distribution of ventilation can be also studied with fluores-
cent microspheres aerosol method by measuring the fluorescent signal in cut lung
pieces. The resolution is adequate for ventilation studies, but the animal is sacri-
ficed before imaging, which changes the conditions, and the experiments can not
be repeated with the same animal [Altemeier et al., 2000]. There is a need for
quantitative methods to study the distribution of ventilation with high resolution.
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Most studies of airway reactivity have been performed in-vitro, with a video
microscopy using precision-cut lung slices [Martin et al., 1996]. Airway narrowing
is caused by agonists like histamine and methacholine. In vivo imaging of airway
narrowing has been performed with high-resolution CT [Brown and Mitzner, 1998].
The results give high-resolution images from airway narrowing, but the method
does not show the changes in the distribution of ventilation at the same time.
Changes in the distribution of ventilation during airway narrowing has been stud-
ied with PET [Vidal Melo et al., 2005]. The resolution is adequate to study the
distribution of ventilation in 3D, but images does not show any information from
the airways. There is a strong need of imaging methods, where the distribution
of ventilation, and changes in airways can be studied simultaneously.
We propose a new approach for direct measurement of regional lung mechan-
ics, using synchrotron radiation with K-edge subtraction imaging (KES). KES
imaging method visualizes stable xenon gas used as an inhaled contrast agent,
and it is possible to directly quantify its absolute density on any given point of
a lung CT image [Bayat et al., 2001]. A significant advantage of this technique
is the good spatial resolution (pixel size: 350 µm, voxel size 0.1 mm3) allowing
functional imaging studies in small animal experimental models. High-resolution
images of ventilation distribution, and anatomic CT images, are imaged simulta-
neously, which gives possibility to study the anatomical and physiological changes
together. This method has been applied to study the regional ventilation and lung




The chart of the respiratory system of humans (figure 2.1) shows the lung struc-
ture. Breathing brings the oxygen (O2) in the air into the lungs and into close
contact with the blood, which absorbs it and carries it to all parts of the body.
At the same time the blood delivers the carbon dioxide (CO2), which is carried
out of the lungs when air is breathed out. The trachea leads from the throat to
the lungs. The trachea branches into the two main bronchi, one for each lung,
which branches into each lobe of the lungs. The right lung is divided into three
lobes. Each lobe is like a balloon filled with sponge-like tissue. The left lung is
divided into two lobes [Nienstedt et al., 1992].
Fig. 2.1: Human respiratory system [Gray, 1918].
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2.1.1 Airway structure
Airways have a fractal structure [Goldberger and West, 1987]. After trachea
the bronchi subdivide further several times, and the smaller subdivisions of the
bronchial tubes are called bronchioles. At the end of the airway tree are the
pulmonary acini including respiratory bronchioles, alveolar ducts and air sacs
or alveoli, that are the destination of inhaled air. A model of airway system is
presented in figure 2.2.
























































































Fig. 2.2: Model of human airway system assigned to generations of symmetric branch-
ing from trachea to acinar airways, ending in alveolar sacs. Adapted from
[Weibel, 1963].
In bronchi and large bronchioles (generations 2-11), the tube diameter is com-
paratively large, and to prevent collapse as the lungs expand, it is necessary to
add some stiffness. This is the role of the cartilage plates, which decrease in
size as the caliber of the bronchi does. Below a diameter of about 0.5 mm (in
humans), the bronchiole walls contain only smooth muscle as a reinforcement.
2.1.2 Pulmonary acinus
Pulmonary acinus (respiratory unit) is defined as the zone including respiratory
bronchioles, alveolar ducts and air sacs or alveoli. In human lungs this corre-
sponds the generations 15-23, but the number of generations in a single acinus
is quite variable. A human lung contains about 30000 acini, each with a diam-
eter of 3.6 mm and containing about 10000 alveoli. The alveoli are the final
branchings of the respiratory tree and act as the primary gas exchange units of
the lung. The gas-blood barrier between the alveolar space and the pulmonary
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capillaries is extremely thin, allowing for rapid gas exchange. To reach the blood,
oxygen diffuses through the alveolar epithelium according to pressure gradient,
and carbon dioxide follows the reverse course to reach the alveoli from the blood.
Distribution of the acini volume have a log-normal shape. This is due to
irregular branching of the alveoli in the pulmonary acini (Figure 2.3). The gas flow
in the airways is a sequence of redistributions at each airway bifurcation. When
the probabilities of gas redistribution in a given bifurcation are not 50/50, such
a process leads to the log-normal distribution of ventilation. These distributions
are very common in nature [Rodriguez et al., 1987] and [Limpert et al., 2001].
Fig. 2.3: Pulmonary acini are defined as originating at transitional bronchiole (marked
by a cross bar) where the first alveoli appear. Figure adapted from
[Haefeli-Bleuer and Weibel, 1988].
2.1.3 Gas exchange
Blood vessels around the walls of the alveoli are capillaries. Blood passes through
the capillaries, brought to them by the pulmonary artery and taken away by the
pulmonary vein. While in the capillaries the blood assigns carbon dioxide through
the capillary wall into the alveoli and takes up oxygen from the air in the alveoli














Fig. 2.4: Alveoli function
Inspired Air Expired air
Oxygen About 21 % About 16.4 %
Carbon Dioxide About 0.03 % About 4.0 %
Nitrogen About 78.0 % About 78.0 %
Water Vapour Variable (rarely saturated) Saturated
Temperature Variable About body temperature
Dust Particles Variable but usually present Little if any
Tab. 2.1: Composition of inhaled and exhaled air
2.1.4 Pulmonary circulation
The principal function of the lung is to exchange oxygen and carbon dioxide
between blood and inspired air. Blood vessels in the lungs have a structure
similar to the bronchial tree. Pulmonary artery carries de-oxygenated blood from
the right ventricle to the lungs. Pulmonary artery branches first to the left and
right lung and branches further down to the capillary level. The pulmonary veins
carry blood from the lungs to the left atrium of the heart. They have inverse
structure compared to the pulmonary artery, starting on the capillary level and
reaching the main pulmonary vein which leads to the heart.
Gas exchange is dependent on local matching of regional ventilation-to-perfusion
ratio (V̇A/Q̇), where V̇A is the alveolar ventilation and Q̇ the perfusion. In normal
lung, V̇A/Q̇ is in balance regionally to provide an effective gas exchange. In lung
disorders, V̇A/Q̇ is often mismatched.
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2.2 Modeling of lung function
2.2.1 Lung volume
Lung volume changes during ventilation. Figure 2.5 presents the change in lung
volume during normal ventilation at rest and after a deep inspiration and expira-
tion. Total lung capacity (TLC) is the volume of gas in the lungs after a maximal
inspiration. Residual volume (RV) is the remaining volume after a maximal ex-
piration. Functional residual capacity (FRC) is the lung volume after a tidal
expiration.
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Fig. 2.5: Static volumes of human lungs. The spirometer curve indicates the lung vol-
umes. Tidal volume, inspiratory reserve volume, expiratory reserve volume
and vital capacity can be measured with a simple spirometry. The residual
volume, total lung capacity and functional residual capacity cannot be mea-
sured without further elaboration of methods. Adapted from [Lumb, 2000].
2.2.2 Gas flow and resistance
The most important inspiratory muscle is the diaphragm. The movement of
diaphragm causes pressure differences and changes the volume of the lungs. Dur-
ing inspiration, constriction of the diaphragm muscle fibres results a downward
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movement of diaphragm and decreased pressure causes air to flow in the lungs.
Normal expiration requires no muscle activation. When the diaphragm relaxes,
elastic forces of the lungs and airway walls cause elastic recoil pressure and the
air flows out of the lungs according to the pressure difference.
In airways the flow can be laminar, turbulent, or a combination of the two
(transitional). When air flows at higher velocities, especially through an airway
with irregular walls, the flow is turbulent and is found mainly in the largest
airways, like the trachea. When the velocity is low and goes through narrow
tubes, flow is laminar. Laminar flow is the most efficient way for oxygen transport
to the distal parts of the bronchial tree. The total effective cross sectional area
of the airways increases with each division of the airways from the trachea to
bronchi, so that the flow rate of inspired gas falls. As the flow rate drops, the
flow becomes rather laminar than turbulent. The transition between convection
and diffusion depends on the morphometric properties of the airways. At smallest
bronchioli level (generations 15-18) the gas transport changes from convection to
diffusion and gas exchange in the alveoli [Lumb, 2000], and [Weibel et al., 2005].
Pressure difference in the airways causes gas to flow. Flow is the time deriva-
tive of the volume, (dV/dt), and in medical literature the flow is usually marked




v(r′) r′ dr′, (2.1)
where v(r′) is the velocity of the gas and r is the radius of the tube. In many
problems the variations in velocity over the cross-sectional area A can be neglected
and assumed to be constant and equal to the mean velocity v [Bentley, 1995].
Therefore
dV/dt = πr2 v = A v. (2.2)
Airway resistance R is a local characteristic of gas flow in the lungs. It is








where ∆p is the pressure difference. The unit of resistance R is [Pa·s/m3].
Resistance in the airways depends on whether the flow is laminar or turbulent,
on the dimensions of the airway, and on the viscosity of the gas. For laminar
flow, resistance is quite low and relatively small driving pressure is needed to
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where l is the length of the tube, η [Ns/m2] the viscosity of the gas and r the
radius of the tube [Lumb, 2000]. Evidently, the tube radius r has a large impact
on resistance.
For turbulent flow, resistance is relatively large compared with laminar flow,
so that a much larger driving pressure would be required to produce the same
flow. Pressure-flow relationship is not linear during turbulent flow, and direct
calculation of the resistance is complex.
While a single small airway provides more resistance than a single large air-
way, resistance to air flow depends on the number of parallel airways present. For
this reason, the large and particularly the medium-sized airways actually provide
greater resistance to flow than do the more numerous small airways. Airway resis-
tance decreases as lung volume increases because the airway diameters increases
as the lungs inflate, and have lower resistance. The total airway cross-sectional
area and the resistance at different airway generations are presented in figure 2.6.















































   
   
Fig. 2.6: The total airway cross-sectional area of the airways at different generations of
airways is presented in the left figure. The total cross-sectional area becomes
very large in the small airways approaching a square meter in the alveolar
ducts in humans . The right figure presents the airway resistance as function
of airway generation (figure adapted from [Lumb, 2000]).
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2.2.3 Ventilation
When a single compartment is filled by inhalation (or emptied by exhalation),
the driving pressure is proportional to the unfilled volume Vas − V , where Vas is
the asymptotic volume of the compartment. If the resistance R is constant, it is








where τ is a characteristic filling (or emptying) time. The solution for the
differential equation is of the form
V (t) = Vas[1 − e
−(t−t0)/τ ] , (2.6)
where t0 is the arrival (exit) time and τ is identified as the time constant of














sV̇ is a local parameter of lung function and it is used extensively in this work.
Studies of sV̇ are useful in medical research, because the results obtained with
different imaging methods can be compared.
Obstructive diseases like asthma causes a delay of ventilation, i.e. τ is in-
creased. In restrictive diseases the total lung capacity (TLC), and Vas are de-
creased [Sovijärvi et al., 2003]. Ventilation curves from one breath from normal,
obstructive and restrictive cases are presented in figure 2.7.
2.2.4 Multiple breath models
When imaging with marker gas, a single breath may not give enough signal to
visualize the ventilation. Therefore ventilation needs to be studied using multiple
breath models. Single breath model can be extended to multiple breath models,
because the multiple breath is a combination of several single breaths.
Multiple breath models are common in lung function research. They give
direct information about the regional ventilation efficiency. The method is sen-
sitive, and reveals even small changes in ventilation. The method is based on
imaging the gas flow in inhalation (wash-in) or exhalation (wash-out). With a
2.2. Modeling of lung function 19

























Fig. 2.7: Ventilation volume in normal, obstructed and restricted lungs. In obstructed
case τ is increased. In restricted case Vas, or FVC is decreased.
marker gas and position sensitive imaging techniques changes in the local density
can be followed and the local sV̇ calculated. A wash-in and wash-out sequence
is presented in figure 2.8.













Fig. 2.8: Wash-in and wash-out sequences. In a wash-in sequence, the lungs are gradu-
ally filled with marker gas. In a wash-out sequence, the marker gas is flushed
out from the lungs.
The change in the density due the marker gas or contrast agent in the wash-in
or wash out sequence is usually described by mono-exponential dynamics using
one-compartment model [Tajik et al., 2002]. A common way to calculate τ is
to assume that it is equal for wash-in and wash-out series [Simon et al., 1998].
However, there may be differences in local τ for a wash-in and wash-out series
[Chon et al., 2005]. It is also possible to take account the diffusion of the marker
gas in the blood compartment using a two-compartment model [Kreck et al., 2001].
20 2. Background
The local τ of a wash-in or wash-out sequence in one compartment model is
calculated by fitting a function to the observed density. For a wash-in sequence
the density of the contrast agent is
D(t) = Das(1 − e
−(t−t0)/τ ). (2.8)
And for a wash-out sequence:
D(t) = Das(e
−(t−t0)/τ ). (2.9)
Here Das is the asymptotic density and τ is the time constant. The arrival
time t0 includes the transfer time from the gas valve to the trachea, and the
transfer time from the trachea to the alveoli.
Multiple breath techniques have been used widely in imaging with using
xenon-enhanced CT studies [Kreck et al., 2001], in positron emission imaging
(PET) studies [Venegas et al., 2005b], and in magnetic resonance imaging (MRI)
studies [Viallon et al., 1999].
2.2.5 Fractal analysis of ventilation distribution
A fractal structure or fractal process can be defined as having a characteristic
form that remains constant over a magnitude of scales. A structure is fractal, if
its small-scale form appears in its large-scale form. This property is called self-
similarity, or the scale independence. The object needs not to exhibit exactly the
same structure at all scales, but the same type of structures must appear on all
scales [Mandelbrot, 1983].
The Koch curve (figure 2.9) created by mathematician von Koch in 1904, is
a fractal structure that provides a simple introduction to the concepts of self-
similarity and fractal dimensions. In the first generation it is a straight line with
a length of l0, in the second generation, the middle third of the line is replaced
with two segments of lengths of 1/3 l0. And this procedure is repeated until
infinity.
The apparent length of the curve L(l) depends on the length l of the chosen
measuring device. If the line is divided in to N pieces, the relationship between
the number of the pieces N , and measuring length l is obtained from the equation
l = l0N
−(1/D) , (2.10)
where D is called the fractal dimension, and it gives information how the next
generation is formed from the previous one. N can be expressed as
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1st generation 2nd generation
3rd generation 4th generation
Nth generation
Fig. 2.9: Generation of the Koch curve produced by a simple iterative transformation,
beginning with a straight line (1st generation). At each generation the middle
part is replaced by 2 segments. Completed curve has an infinite number of










































Taking the logarithm of both sides and rearranging the terms yields
ln L(l) = (1 − D)ln(l/l0) + ln L(l0) . (2.13)
In this form, a log-log plot of L(l) vs. l/l0 produces a line with a slope of
(1 − D). In the description of potential fractal structures in nature, Mandelbrot
described a simple rectangular branching algorithm of the airways in bronchial
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tree [Mandelbrot, 1983]. The structure of the bronchial tree is fractal down to
acini level, but at that level the structure changes and the self-similarity disap-
pears [Altemeier et al., 2000].
In studies of the distribution of ventilation, parameter used for fractal ana-
lysis is the heterogeneity in ventilation as a function of the size of the consid-
ered region of interest (ROI) with a volume of V . The heterogeneity of ventila-
tion is calculated by the coefficient of variation CV [Bassingthwaighte, 1988] and
[Glenny and Robertson, 1990]. The fractal dimension D for CV can be calculated
from equation
ln CV (V ) = (1 − D) ln
V
V0
+ ln(CV (V0)) , (2.14)
where CV(V ) is the CV of ventilation at a regional volume V , and V0 is the
voxel volume. Therefore, D can be calculated from a linear fit from a log-log plot
of CV(V ) vs. V/V0.
When V is large, CV follows a straight line. On the acini level V becomes
small enough that the alveolar gas pressure becomes uniform. The volume of this
region, termed the unit of ventilation (UV) is identified by a change in the slope
of CV (Figure 2.10) [Altemeier et al., 2000].
 
 
























Fig. 2.10: A theoretical fractal plot of ventilation demonstrates no further increase in
heterogeneity below certain cluster limit size. This point is termed the unit
of ventilation (UV). Figure adapted from [Altemeier et al., 2000].
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2.3 Methods for lung function studies
2.3.1 Experimental studies of ventilation distributions
The measurement of regional pulmonary ventilation is important in studies of
lung physiology and investigations of lung disease. The measurement of lung
ventilation has traditionally been made for the entire lung, despite the fact that
lung function in both health and disease is inhomogeneous [Marcucci et al., 2001].
Early imaging studies of local ventilation distribution were performed with scinti-
graphic methods [Ball et al., 1962], and [Milic-Emili et al., 1966]. Later stud-
ies of the distribution of ventilation have been performed with microspheres
[Altemeier et al., 2000], with xenon-enhanced CT [Kreck et al., 2001], with posi-
tron emission tomography (PET) [Vidal Melo et al., 2003], and with magnetic
resonance (MRI) [Spector et al., 2004].
2.3.2 Spirometry
Spirometry is the most basic and frequently performed test of pulmonary func-
tion. A device called spirometer is used to measure air flow dynamics and lung
volumes during maximal ventilatory maneuvers. Because spirometry is based on
a maximal forced inhalation or exhalation, the accuracy of its results are highly
dependent on the patient’s understanding, co-operation, and best efforts. Most
commonly used measured variables are forced vital capacity (FVC) and FEV1,
which is the forced expiratory volume in one second [Sovijärvi et al., 2003].
2.3.3 Scintigraphic imaging methods
Clinically, ventilation imaging has been performed by use of radionuclide scinti-
graphic techniques, including radioactive gases, radiolabeled aerosols, and positron
emission tomography with positron-labeled gases, but these methods have limited
spatial and temporal resolution, and they are not quantitative [Cho et al., 1993]
and [Gefter, 2002].
Radiospirometry is a method where the ventilation is studied by inhaled ra-
dioactive gases. Imaging is performed with extra-thoracic gamma detectors, and
the distributions of ventilation, lung volumes and perfusion can be measured.
The gases used are xenon (Xe133) krypton (Kr81) and different aerosols marked
with technetium (Tc99) [Sovijärvi et al., 2003]. Gamma cameras are the most
common imaging devices in the hospital, and this imaging method is widely
used in clinical lung studies, usually combined with pulmonary perfusion studies
[Milic-Emili et al., 1966] and [Sovijarvi et al., 1982].
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Single photon emission computed tomography (SPECT) provides computed
tomographic images of the 3D distribution of radioisotopes in the body. Positron
emission tomography (PET) is a functional imaging method based on the detec-
tion of radiation from the annihilation of positrons. marker gases are short lived
positron emitters, such as nitrogen (N13), oxygen (O15) and fluorine (F18). The
resolution of the animal PET system is approximately 1.5 mm, whereas the reso-
lution of the clinical PET system is approximately 5 mm [Tai and Laforest, 2005].
SPECT and PET are widely used in clinical studies. PET can be used also for
determination of the ventilation perfusion ratio [Treppo et al., 1997].
PET/CT device is a combination of a PET scanner and x-ray CT scanner.
PET/CT device can provide both anatomic information and functional informa-
tion in a single imaging session as well as accurate registration of PET and CT
data. In a PET/CT scan, a helical CT scan is normally performed before the
PET scan to obtain a CT image to provide anatomic information. Motion arti-
facts are possible, because the PET and CT images are not taken simultaneously,
even if they are taken with the same scanner. The spatial resolution of CT is in
order of 1 mm, and 5 mm for PET [Pan et al., 2005].
2.3.4 Magnetic resonance imaging with hyperpolarized gases
Magnetic resonance imaging (MRI) has been established as the imaging modal-
ity of choice in many regions of the body. Magnetic resonance imaging of the
lung, especially functional imaging of pulmonary ventilation represent great chal-
lenges since the low proton spin polarization within the lungs results in a low
signal-to-noise ratio, cardiac and respiratory motion have to be compensated,
and considerable susceptibility gradients arising from the air and tissue interfaces
produce a very short T2-relaxation. Some of these difficulties may be overcome
by MRI based on the use of hyperpolarized noble gases [Middleton et al., 1995]
and [Moller et al., 2002]. Most common marker gases for lung studies are helium
(He3) [Kauczor, 2003], xenon (Xe129) [Oros and Shah, 2004], and fluorene (F19)
[Ruiz-Cabello et al., 2005]. Another method for the assessment of regional venti-
lation by MRI is the use of oxygen for signal enhancement [Hatabu et al., 2001].
The signal from paramagnetic O2 is far inferior to that from spin-polarized
He3, but the method is less complex and provides clinically useful information
[Johnson and Hedlund, 1996]. The time resolution is excellent. Spatial reso-
lution with human MRI is in order of 1 mm/pixel and the slice thickness is
several millimeters. However, with high-resolution MRI scanners for small an-
imals, the pixel size is in order of 100 µm, and the slice thickness 500 µm
[Benveniste and Blackband, 2002]. MRI is only a semi-quantitative method, and
the exact amount of the marker gas is difficult to estimate. Although magnetic
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resonance imaging avoids the concern about ionizing radiation, there is insuf-
ficient signal from airway walls to visualize anything but the largest airways
[Brown and Mitzner, 2003].
2.3.5 Xenon-enhanced CT
Xenon-enhanced computed tomography (Xe-CT) is a technique for the noninva-
sive measurement of stable xenon gas in the lungs with conventional x-ray CT
scanners [Gur et al., 1979], and [Gur et al., 1981]. Xenon is a strongly absorb-
ing gas, and the relative densities of xenon in the CT images can be calculated.
The method is not quantitative, but when imaged in a conventional CT scanner,
the density of xenon measured in Hounsfield units (HU) increases linearly with
its concentration in the lungs [Marcucci et al., 2001]. Typically the gas mixtures
used as contrast agent contain 30-60% of xenon. Wash-in and wash-out time
constants determined from serial computed tomography scans are used to study
the regional pulmonary ventilation [Simon et al., 1998]. The resolution is typi-
cally 1 cm3, but with high-resolution CT scanners it is possible to obtain higher
resolutions [Gefter, 2002]. The time resolution is adequate for functional studies,
but the noise is relatively large compared to the signal from the contrast gas.
Xenon is most used gas in X-ray CT studies, however recent studies shows that
ventilation can be studied also without contrast agents [Guerrero et al., 2006].
2.3.6 Fluorescent microspheres
Fluorescent microsphere (FMS) aerosol technique is a method which gives high
resolution estimates for distributions of ventilation and pulmonary blood flow
[Zeltner et al., 1991]. It is possible to use different sizes of inhaled fluorescent mi-
crospheres (FMS) with different fluorescent labels at the same time, and study the
pulmonary blood flow by intravenous injection of the fluorescent microspheres si-
multaneously. Typically the microsphere sizes are 1.0-µm diameter in ventilation
studies and 15.0-µm in pulmonary blood flow studies. After the administration of
the fluorescent microspheres, the animal is euthanized and the lungs are extracted
and cut to small pieces. The ventilation and blood flow maps are calculated from
the fluorescent signals of the pieces [Melsom et al., 1997].
2.3.7 Experimental studies of airway narrowing
Asthma is a condition characterized by eosinophilic inflammation of the bronchial
mucosa airway, which results in reversible increases in bronchial smooth muscle
tone. During an acute asthma attack, the airways narrow due to bronchospasm,
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which leads to increased airway resistance. Because of the increased smooth mus-
cle tone during an asthma attack, the airways also tend to close at abnormally
high lung volumes, trapping air behind occluded or narrowed small airways. In re-
search, airway narrowing and broncho-constriction is induced by irritating drugs,
such as histamine and methacholine.
In vitro studies of broncho-constriction are performed with a video microscopy
using precision-cut lung slices [Martin et al., 1996]. With this method airways
are cut into thin (220 µm) lung slices. Constriction of airways is observed under
a microscope, which in combination with video microscopy and digital imag-
ing techniques makes it possible to visualize and quantify broncho-constriction.
The smallest airways that we have been able to analyze by this technique have
a diameter of only 50 µm, corresponding roughly to the terminal bronchioles
Both ovalbumin and methacholine produce a broncho-constriction in precision-
cut lung slices, and both dose-response studies and kinetic studies have been done
[Dandurand et al., 1993] and [Wohlsen et al., 2001]. A major advantage of these
techniques is that airways of all generations can be studied with little limitation
in image resolution. On the other hand, central nervous system and circula-
tory influences are absent, and the load on airway smooth muscle is theoretically
smaller in isolated than in intact lung [Wohlsen et al., 2003].
Although other imaging modalities have potential to see into the lungs, most
of the in vivo studies of broncho-constriction have been performed with high-
resolution CT (HRCT). It is possible to study the airway narrowing by different
routes, as aerosol, as injection and as local injection in the lungs [Petak et al., 1997],
[Brown and Mitzner, 2003]. Airway narrowing is typically caused by a challenge
of histamine [Brown et al., 1998], or methacholine [Amirav et al., 1993].
2.3.8 Structural and functional models
Theoretical studies in physiology generally make use of models that describe the
physiological function, anatomic structure, or experimental result. A simple de-
scription with explicit assumptions allows one to examine a complex phenomenon,
and to make predictions that are experimentally testable. Structural models of
the branching ductal systems of an organ are useful for studying the correlation
between structure and function. First models were one and two dimensional frac-
tal structures proposing structural airway models that include airway dimensions
and connectivity, and were symmetrical [Weibel, 1963]. Later the models take
in account of the natural asymmetry in the lungs, because each terminal has a
different pathway [Horsfield et al., 1971], and [Haefeli-Bleuer and Weibel, 1988].
These models have been extensively applied to the study of lung mechanics and
gas exchange by adding a branching ratio [Horsfield, 1990] and flow diameter
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relationship [Kitaoka and Suki, 1997], and fractal modeling [Glenny et al., 1991].
However, these models do not include information about the spatial arrangement
of the airway structure, and hence they are limited to modeling lung function
in two dimensions (2D). Therefore the development of 3D models of the airway
and vascular branching systems has been growing recently [West et al., 1997],
[Kitaoka et al., 1999], and [Mauroy et al., 2004]. Besides of airway dimensions
and their spatial arrangement, modeling is applied to study gas mixing and
distribution of ventilation [Paiva and Engel, 1987], pulmonary alveoli function
[Paiva and Engel, 1984], [Sapoval et al., 2002], and [Kitaoka et al., 2000], and
aerosol mixing [Darquenne and Paiva, 1994], and [Butler and Tsuda, 2005]. Re-
cently the models have been adapted to study the airway narrowing and how the
narrowing affects on the distribution of ventilation [Gillis and Lutchen, 1999] and
[Venegas et al., 2005b].
3. AIMS OF THE STUDY
The purpose of the present study was to develop a new imaging method, where
stable xenon gas is imaged within the airways and lungs with synchrotron ra-
diation in 2D and 3D, and to use the method to investigate the lung function
and structure. Lung function and structure were studied by imaging the ven-
tilation distributions and airway sizes in healthy, mechanically ventilated and
anaesthetized rabbits. Furthermore, airway narrowing by broncho-constriction
was studied with healthy animals using histamine provocation.
Present work was designed to study following items:
• To develop a system for functional lung imaging to visualize stable xenon
gas within the airways and lungs in 2D and in 3D
• To study the distributions of ventilation in 2D, the effect of tidal volume on
the distribution of ventilation, and the fractal properties of the distribution
of ventilation
• To perform 3D imaging of regional lung gas volume with spiral CT
• To study the kinetics of the airway narrowing, and changes in regional
ventilation during histamine-induced broncho-constriction
4. MATERIALS AND METHODS
This chapter covers the materials and methods used in this thesis. A more de-
tailed description is given in the respective original publications I-IV.
4.1 Pre-clinical and clinical research with synchrotron radiation
Ever since the X-rays were found, the application of ionizing radiation to the field
of medicine has become increasingly important. The development of dedicated
synchrotron radiation sources has allowed exciting advances in many of these
applications. The new sources provide tunable, high-intensity monochromatic
beams over a wide range of energies which can be tuned to specific needs. There
are wide variety of medical applications in synchrotron radiation, from imaging
methods to radiation therapy [Suortti and Thomlinson, 2003], [Lewis, 2004], and
[Thomlinson et al., 2005].
Medical research is performed at several synchrotron radiation facilities around
the world. The research field is expanding fast and the number of medical facili-
ties is rising accordingly. Major research programs are conducted in the facilities,
presented in table 4.1. All experiments presented in this thesis were performed
at the European Synchrotron Radiation Facility (ESRF), in France.
4.2 Synchrotron radiation
Synchrotron radiation provides a source of monochromatic X-ray beams which
are tunable over a broad energy range and well suited to in vivo medical imag-
ing. In the following the characteristics of a synchrotron radiation source refer
to the ESRF. Electrons emitted by an electron gun are first accelerated in a
linear accelerator (linac) and then transmitted to a circular accelerator (booster
synchrotron) where they are accelerated. These high-energy electrons are then
injected into a large storage ring, where they circulate in a vacuum environment,
at a constant energy, for many hours. Electron energy at ESRF is 6 GeV and the
circumference of the storage ring is 844 m.
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In Europe:
Elettra Trieste,Italy
European Synchrotron Radiation Facility (ESRF) Grenoble, France
Synchrotron Radiation Source (SRS) Daresbury, U.K
In USA:
Advanced Light Source (ALS) Berkeley, California
Advanced Photon Source (APS) Argonne, Illinois
National Synchrotron Light Source (NSLS) Brookhaven, New York
In Asia:
Photon Factory Tsukuba, Japan
Super Photon Ring - 8 GeV (SPring8) Nishi-Harima, Japan
Tab. 4.1: Medical research at synchrotron radiation facilities.
The storage ring includes both straight and curved sections. As electrons
travel round the ring, the electrons pass through different types of magnets.
Bending magnets deflect the electrons from their straight path by several de-
grees. The storage ring at ESRF has 64 bending magnets to provide full 360o
turn. Focusing magnets, placed in the straight sections of the storage ring, are
used to focus the electron beam to keep it small and well-defined. Synchrotron
radiation is produced by the bending magnets, because the change in direction
makes electrons to emit electromagnetic radiation. More powerful radiation is
produced with high magnetic field insertion devices, undulators and wigglers
[Als-Nielsen and McMorrow, 2001].
4.3 Contrast agent imaging with synchrotron radiation
Various subtraction methods can be used to detect contrast agents in a tissue.
In general, two images are needed, with a difference in one of the variables, such
as time or energy. These images are subtracted from each other to visualize the
contrast agents against the background [Elleaume et al., 2002].
The temporal subtraction method can be used when the movements of the
object do not blur the subtraction image. A reference image, taken without
contrast agent, is subtracted from a set of images taken with contrast agent.
Temporal subtraction has been used widely in imaging of blood vessels in the
brain using iodine and gadolinium as contrast agents [Le Duc et al., 2000] and
[Adam et al., 2003].
Dual-energy subtraction methods use two separated energies to image the
sample, and take advantage of the energy dependence of the photoelectric effect.
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Usually this is performed at the K-edge of the contrast agent and the method
is called K-edge subtraction imaging (KES). The sharp rise of the attenuation
coefficient at the K-edge energy provides a way to clearly identify this element
among several others. Work in this thesis is based on the KES imaging method
and the principles of KES are described in the next section.
4.3.1 K-edge subtraction imaging
The idea of imaging simultaneously with 2 beams was developed a long time ago
[Jacobson, 1953], but it proved to be impossible to create monochromatic x-ray
beams with sufficient flux from conventional x-ray tubes. The method became
useful in the early 80’s when synchrotron radiation became available for medical
imaging and it was technically feasible to have beams for the imaging. Motion
artifacts are largely eliminated in KES imaging, because the images are taken
simultaneously [Elleaume et al., 1997]. There is no blurring caused by motion,
but if the subject moves during imaging, structural distortions are possible.
KES imaging with synchrotron radiation was originally developed for human
intravenous coronary angiography with iodine as contrast agent. The method has
been used in human patients [Rubenstein et al., 1986], [Rubenstein et al., 1990],
[Thomlinson, 1996], and [Elleaume et al., 2000]. Other possibility is to use gadolin-
ium in the blood as contrast agent [Le Duc et al., 2000]. In imaging of airways
and ventilation, stable xenon is used as contrast agent. The feasibility of imag-
ing airways using stable xenon gas as the contrast agent has been demonstrated
in [Article I], where experiments were performed with animals. First in vivo
experiments were performed with a human subject [Giacomini et al., 1998].
Xenon was chosen as an inhaled contrast agent because it is a stable, non-
radioactive, inert gas that is also used in clinical imaging [Dingley et al., 1999].
Xenon has an anaesthetic side effects. Anaesthetic side effects start with concen-
trations above 35% [Yonas et al., 1981], but this is not a problem in our studies,
because the experiments are performed with anaesthetized animals. Since the
higher density of xenon may itself affect homogeneity of ventilation [Engel, 1986],
care was taken to administer the same inhaled xenon concentration in all exper-
iments using accurate mass flow meters for xenon and oxygen.
4.3.2 Physics of K-edge subtraction imaging
KES allows the observation of small anatomic structures carrying a contrast
agent, while removing practically all features due to other structures in the ob-
ject [Ebashi et al., 1991]. Two simultaneous images are acquired at two slightly
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different energies, above and below the K-edge of a contrast element such as
xenon. The attenuation coefficient of xenon increases by a factor of 5.4 when the
K-edge at 34.56 keV is crossed, while the attenuation coefficients of cortical bone
and lung tissue change by 1.8 % and 0.9 % per 250 eV, respectively. Here 250
eV is the typical energy difference between the wavelength bands used for KES
imaging. The attenuation coefficients of xenon, bone and tissue are presented in
figure 4.1.




























Fig. 4.1: Xenon attenuation coefficient compared to the attenuation coefficient of bone
and tissue.
The attenuation of x-ray beam can be calculated from equation 4.1, where x
is the length of the subject and µ is the absorption coefficient [Cullity, 1978],
I = I0 e
−µx , (4.1)
where I0 is the intensity of the incident x-ray beam and I is the intensity
of the transmitted beam. The absorption in an animal subject consists on the
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where B notes the beam below the K-edge and A notes the energy above
K-edge. The mass attenuation coefficient (µ/ρ) of xenon and tissue are presented
in table 4.2.
µ/ρ [cm2/g] E < EK E > EK ∆(µ/ρ)
Xenon 6.13 33.16 27.03
Tissue 0.332 0.326 −0.006
Bone 1.044 1.011 −0.033
Tab. 4.2: The mass attenuation coefficients for xenon, tissue and bone) below and above
the K-edge, and their differences [NIST, 2005]
Because the difference between the attenuation of tissue is negligible ∆(µ
ρ
)t ≈














ρc x . (4.4)
In CT imaging the density of contrast agent ρc can be calculated directly from
the subtraction image, because the pixel size is known. Figure 4.2 shows a KES











Fig. 4.2: Left: Absorption synchrotron radiation CT image recorded with one
monochromatic beam in Hounsfield units. Plastic parts of the animal holder
and tubing carrying xenon and oxygen to the animal are visible on the right
to the animal. Right: K-edge subtraction (KES) image: only xenon-carrying
structures like the airways, the lung tissue, and the tubing lumens are visible.
The height of the image is 100 mm.
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4.4 Medical beamline ID17 at ESRF
At the ESRF, one of the beamlines has been dedicated to medical applications of
synchrotron radiation. The research program of the Medical Beamline (ID17) is
the most extensive of all medical facilities, and it includes method developments,
preclinical and clinical studies. The spectral flux of an X-ray beam produced by
a synchrotron is thousand hundred times larger than that of the beam produced





































Fig. 4.3: Spectral flux of the beam available at the ESRF medical beamline compared to
the flux available from a conventional tungsten X-ray source. Figure adapted
from [Elleaume et al., 1997].
The facility consists of the x-ray beamline that delivers the high intensity x-
ray beam from the storage ring source, associated optics and imaging detectors,
and experiment hutches. Medical beamline has two experiment hutches. The
first hutch is used in radiotherapy studies and it is close to the source in order
to obtain the maximum X-ray intensity. The imaging takes place in a satellite
building, which is located at 150 m from the source, where the beam is wider.
4.4.1 Source
The synchrotron radiation is produced in a 21-pole wiggler with a maximal mag-
netic field of 1.4 T. A wiggler is a magnetic structure, made up of an array of
small permanent magnets, which forces the electrons to follow a wavy trajectory.
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The beams of radiation emitted from the different bends overlap and add up
to generate a much more intense beam of radiation than that generated by the
bending magnets. In the present experiments a 60 mm magnet gap is used, and
the wiggler field is 0.616 T, which corresponds to characteristic photon energy of
14.8 keV.
4.4.2 Beamline instrumentation
ID17 is a long beamline. The white beam reaching the imaging hutch is a fan
with maximum dimensions of 300 mm width and 20 mm height. The beam is
nearly parallel, because of the long distance from the source.
Optical components of medical beamline ID17 are presented in figure 4.4. The
slits are used for limiting the beam, because in most of the cases only the center
part of the beam is used. Beam monitors are ion chambers and they are used for
on-line monitoring of the radiation dose. There are two monochromators, one for
normal CT imaging and one for KES imaging which can be used alternatingly
and the details are presented in next section. Imaging shutters are positioned
after the monochromator and they are used during imaging, when the opening
and closing of the beam is fast.









Fig. 4.4: Beamline optical components. Figure adapted from [Elleaume et al., 1999].
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4.4.3 Monochromator
The experimental method used in this work is based on simultaneous imaging by
two nearly monochromatic x-ray beams. These are produced from the continuous
spectrum by a bent silicon crystal monochromator. The ESRF monochromator
is a single cylindrically bent silicon (111) crystal in Laue geometry, which focuses
the beam vertically [Suortti et al., 1993]. There is a vertical energy gradient, and
the total energy bandwidth is 400 eV. Two nearly monochromatic beams are pro-
duced by cutting the middle part of the refracted beam after the monochromator,
one beam with an energy above and the other below the K-absorption edge of
the contrast agent. The beams have an energy bandwidth of 150 eV and their
mean energies are separated by 250 eV. Monochromator and imaging setup are












Fig. 4.5: Schematic picture of the imaging setup. Monochromator and splitter produce
2 nearly monochromatic beams for imaging. Beams focus and cross at the
animal position and are recorded by a detector. During imaging the animal
is rotated or scanned through the beams.
4.4.4 Scanning stage
Since the X-ray beam used in KES experiment is a stationary fan of about 0.7
mm in height and 150 mm in width, it is necessary to move or rotate the patient
or animal through the beam.
The patient positioning system is a high precision stage with seven degrees of
freedom. The stage allows both for positioning of the object and the scan motions
during the data acquisition. It has high rigidity during rotation or translation.
This is especially important for tomography, since any inaccuracy of the axis of
rotation during the data acquisition will result in artifacts in the reconstructed
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image. 3D computed tomography is made possible by acquisition of a large
number of images during helical motion of the object.
4.4.5 Detector
In KES imaging, the two X-ray fan beams are recorded by a detector syn-
chronously with the motion of the patient or animal. There are two different
detectors at the Medical Beamline, a high-purity dual-line germanium detector
(Ge) operating at liquid nitrogen temperature and a 2D FReLoN (Fast Read-out
Low Noise) camera. Primary detector is the germanium detector. It is made
from a monolithic P-type germanium crystal, width 150 mm and height 20 mm,
electrically segmented into two rows of 432 parallel strips each (Eurisys Mesures).
The thickness of the germanium crystal is 2.0 mm, giving an efficiency of nearly
100% at 34 keV. The major advantages of germanium detectors over other types
of detectors are their very good efficiency together with a wide dynamic range
[Peterzol et al., 2003]. In germanium, the photoelectric effect is the dominant
attenuation process, and the mean-free path of the photo-electrons is small. The
current produced by absorbed X-rays is measured directly with no amplification
process. The 16-bit dynamic range of the electronics allows the measurement of
signals over more than four decades. The spatial resolution of the system is de-
termined by the vertical height of the beam and the 350 µm horizontal spacing of
the elements on the detector [Elleaume et al., 1999]. A profile of the beams used
in KES imaging and recorded with germanium detector are presented in figure
4.6.






















Fig. 4.6: 2 beams recorded with a 2 line germanium detector. 432 pixels in both lines,
pixel width 350 µm.
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The second detector at the medical beamline is a FReLoN camera. Frelon
camera is a 100 mm x 100 mm 2D camera, with 2048x2048 pixels, giving spatial
resolution of 50 µm pixel size [Bravin et al., 2003]. However, the dynamic range
is lower and the read-out times are longer, so that the germanium detector is
used in most of the KES studies.
4.5 In vivo studies
4.5.1 Animal care
Animal care and procedures of the experiment are in accordance with the Guide-
lines for the Care and Use of Animals provided by the American Physiological
Society and approved by the local institutional authorities. The experiments are
performed with rabbits (weight: 2.0-2.5 kg). To avoid movement artifacts in the
images, the animals are anaesthetized, paralyzed, and mechanically ventilated.
Anesthesia is induced by intravenous injection of thiopental sodium, and main-
tained with inhaled isoflurane. Paralysis is induced by IV pancuronium bromide.
Because of the mechanical ventilation, the animal is tracheostomized with an en-
dotracheal tube, which is connected to the mechanical ventilation system with a
T-tube.
During histamine provocation the histamine aerosol is administered using an
ultrasonic nebulizer. The mass median aerodynamic diameter (MMAD) of the
aerosol particles is 3.5 m with a geometrical standard deviation of 2.0, according
to the manufacturer. Typical histamine dose used in the experiment is a 125
mg/ml histamine solution in normal saline, administered continuously for 4 min.
4.5.2 Mechanical ventilation
During an experiment the animal is anaesthetized, and mechanical ventilation is
used during the experiment. The goal is to create stable conditions for the exper-
iment and an operation sequence that can be repeated many times during several
hours to minimize the effect of short term variations and long-term drifting. The
effects of short-term changes in lung shape and volume are minimized by pausing
the ventilation during imaging (apnea). Moreover, mechanical ventilation gives
the possibility to control and change the gas flow, depth of breaths (tidal volume)
and respiration frequency.
Ventilation system consists of 2 different parts: the first one controls the gas
mixture and the second one controls the inspiration and expiration valves. The
system is remotely controlled by a computer and synchronized with imaging.
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• Gas mixture control valves are directly connected to the gas bottles. Air,
xenon (Xe) and oxygen (02) and their mixture are used. Gas flow is mea-
sured separately for each gas with mass-flow meters.
• Respiration gas control consists on inspiration and expiration valves. Dur-
ing inspiration the inspiration valve is open and the expiration valve is
closed, and overpressure drives the gas in the lungs trough the T-tube.
During expiration the expiration valve is open and the inspiration valve is
closed, and lung relaxation releases the overpressure from the lungs trough
the T-tube. During imaging both of the valves are closed, and the ventila-
tion is paused at inspiration or at expiration. Mechanical ventilation causes
inverted pressures compared to the spontaneous ventilation.
During resting period the animal breathes normally air, and during imaging a
mixture of xenon and oxygen (volumes: 70 % / 30 %, respectively). Ventilation
system is presented in figure 4.7.
v r Air 100%
v r Xe 70%
v rvv O 30 %2












Fig. 4.7: Schematic presentation of the mechanical ventilation system. Ventilation is
controlled by inspiration and expiration valves.
4.5.3 Physiological monitoring
Physiological parameters are followed up and recorded with a computer during
the experiment. The gas flow is measured with a flow meter, and tracheal pressure
PTR and blood pressure PA are measured with pressure sensors. Tidal volume
(VT), and minute ventilation V̇ are calculated from the flow. Carbon dioxide
analyzer is used to measure carbon dioxide (CO2) in the expired air. Figure 4.8
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Fig. 4.8: Physiological monitoring at baseline and after histamine provocation. His-
tamine inhalation produces broncho-constriction, which increases PTR and
decreases VT.
4.6 Imaging
Because the beam is stationary, the animal has to be moved trough the beams
during imaging. After the monochromator the beams are tilted upwards by 6.56o.
Maximum beam width on the animal position is 150 mm, limiting the maximum
size of the animal.
4.6.1 Projection imaging
For projection imaging the animal is moved vertically through the fan beams.
The detector is read out synchronously with the animal motion. Typical scan
speed during imaging is 250 mm/s and the detector is read out every 1.4 ms.
This results a projection image where the vertical pixel size is the same as the
horizontal one, 0.35 mm.
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4.6.2 CT imaging
For CT imaging the animal is rotated through the beam around an axis per-
pendicular to the fan beams. The detector is read out synchronously with the
animal motion to provide 0.5o angular resolution in the CT images. Typically
the rotation speed is 180o/s and images are recorded from 720 angular projec-
tions per full 360o rotation. Projections from a whole turn form a sinogram. For
quantitative imaging, the intensity distributions of the incident beam have to
be measured prior to imaging. The center of rotation has to be stable during
imaging. Changes in the center of rotation can be corrected in principle, but
the reconstructed CT images may not correspond exactly to each other and may
show artifacts, and data-analysis of many images may become complicated.
4.6.3 Spiral CT imaging
For spiral CT acquisition, the animal is rotated and moved vertically at the
same time. Slice sinograms are interpolated from the continuous spiral sinogram
data and reconstruction yields a 3D image of the subject. Typically the rotation
speed is 360 o/s and the vertical velocity 1 mm/s. The pitch is defined as P =
st/w where s is the vertical displacement rate, w the beam thickness and t the
revolution time. With a beam thickness of 700 µm, the pitch is 1.43, resulting in
a slice thickness of 1.0 mm.
Spiral CT images are taken usually at Functional Residual Capacity (FRC)
in order to minimize the artifacts caused by lung relaxation. In KES imaging the
lungs are imaged in a steady-state density of xenon within the pulmonary alveoli.
For minimizing the movement artifacts, the ventilation is paused during imaging.
The apnea times are usually long, because several rotations are made during one
apnea. Typically a 50 mm height image is recorded during an apnea of 55 s.
Spiral CT is a very useful and fast imaging method. However, long apnea
times are not good for the animal, and cause changes in the shape of the lungs
and the heart. It is necessary to make a compromise between the scan length and
these artifacts in order to obtain good images.
4.6.4 CT reconstruction
Because the distance from source to the imaging room is large, 150 m, the beam
is nearly parallel from object to the detector. Incident beam I0 travels trough
the object f(x, y) and attenuates. The transmitted intensity I is a projection
image of the object and it is recorded by the detector. The projection pθ is
the line integral of the attenuation coefficient f(x, y) and rotation angle θ, as
44 4. Materials and methods
illustrated in figure 4.9. The Fourier transform of the projection pθ corresponds
the data points of the fourier transform of the object f(x, y) from the same angle

















Fig. 4.9: Fourier slice theorem. The Fourier transform of p(x′) gives the line F (ω, θ)
from the Fourier transform of f(x, y).
Reconstruction is performed with Filtered Back Projection. The method is
based on Fourier Slice Theorem, where the projections are projected back to the
image field at all imaging angles [Cho et al., 1993]. Because the projection data is
discrete, the obtained data points in Fourier domain from object f(x, y) are also
discrete and in polar coordinates. Therefore there are less data points at larger
frequencies, and the projections need to be filtered with high pass filter before
the back projection. Filtered Back Projection is the most common reconstruction
method.
After reconstruction of f(x, y), the attenuation in the object is calculated at
every square pixel. After subtraction in KES imaging, the signal comes only from
the contrast gas, and the size of one pixel is known. Therefore it is possible to
calculate the density of the contrast agent ρc(x, y) at every pixel using equation
4.4.
4.6.5 Reconstruction artifacts
When imaging a living object, movements cause the most common imaging ar-
tifacts. In lung imaging the ventilation is paused during imaging, but the heart
activity causes motion artifacts around the heart. Sharp edges, like bone, can
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also cause imaging artifacts. These artifacts are a problem specially in subtrac-
tion imaging, if the 2 images are not taken perfectly at the same level. These two
artifact types are difficult to correct for. Moreover, instrumentation may produce
artifacts in the images. If all detector pixels are not working perfectly, the non-
functional pixels cause ring artifacts in the CT image. However, it is possible to
filter out these artifacts with a subsequent loss of resolution. Different types of







Fig. 4.10: Artifacts from non-functional pixels, movements and sharp edges (bones).
4.7 Functional imaging
4.7.1 Multiple breath imaging
A wash-in imaging sequence starts by switching the inhaled gas from air to the
Xe/O2 mixture. Following a preset number of respiratory cycles, ventilation is
paused for 3 to 4 seconds during which a tomographic image is acquired. The
imaging cycle is repeated until an equilibrium density of xenon is reached in the
lungs. Duration of wash-in imaging depends on ventilation, but usually this takes
about 15 imaging cycles and the duration of an entire image sequence acquisition
is 2.5 minutes. At the end of the imaging sequence inhaled gas is switched back
to air.
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In order to limit misregistration errors between images in a sequence, all CT
images should to be obtained at the same level of lung inflation, usually after
expiration at FRC. Imaging sequence and a wash-in image series are presented
in figure 4.11. Cardiac gating is not possible to use, because the imaging times
are long compared to the heart rate of the animal. However, the blur artifacts























Fig. 4.11: Experimental wash-in imaging sequence. Gas flow, tracheal pressure (PTR),
tidal volume (VT) and xenon and respiration valve positions during imaging.
Before the first image the ventilated gas is switched to Xe/O2 gas mixture.
CT images are acquired during a breath-hold of 4.0 s. Between the images
the animal breaths the gas mixture, until the equilibrium is reached in the
lungs. At the end of the imaging sequence the inhaled gas is switched back to
air. The rapid oscillations in PTR are artifacts due to rotation of the animal.
The mathematics of multiple breath imaging is presented in section 2.2.4.
Distribution of ventilation is calculated by fitting a mono exponential function
to the wash-in curve. To minimize the effects of image registration errors in a
wash-in series, a 5 x 5 pixel region of interest (ROI) is used for the fit, and major
airways and blood vessels are excluded from the analysis. The instrumental
resolution is 0.35 x 0.35 mm, but for the present smoothed maps of 1.75 x 1.75
mm resolution eliminate the effects of small differences in the animal position
between the images.
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Fractal analysis is based on the study of the heterogeneity in regional venti-
lation as a function of the size of the considered ROI. The coefficient of variation
(CV) increases as the ROI size is reduced. Mono exponential function is fitted
to the wash-in curve and regional ventilation as described earlier. Ventilation
of distribution is calculated using ROI of 1 x 1 to 30 x 30 pixels, and CV is
plotted as function of ROI. The variations in CV because of the exponential fit
are estimated to be negligible, compared to the variations because of structural
properties in the lungs.
4.7.2 Imaging regional lung gas volume
Regional lung gas volume is calculated from 3D images recorded by spiral CT
























Fig. 4.12: Experimental sequence for 3D imaging with spiral CT. Before imaging, the
animal breaths xenon and oxygen gas mixture until the equilibrium is reached
in the lungs. Spiral acquisition is performed during a long apnea. Typically,
50 images are recorded during a 55 s apnea. Noise in the PTR signal is due
to the rotation.
A voxel of lung tissue consists of the tissue, blood and air space. Because the
KES imaging method is quantitative, and the tissue and blood compartment are
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subtracted away, the signal comes only from the xenon in the air spaces. Because
the initial xenon gas mixture density is known, the regional lung gas volume can
be calculated with an excellent resolution. Regional lung gas volume is measured
from 3D spiral CT images. For a selected ROI in a reconstructed image, the local










where N is the number of voxels contained in the ROI, Vv the volume of
a single voxel, 0.35 x 0.35 x 1 mm3 = 0.12 mm3 (detector pixel size by slice
thickness), ρXe the measured xenon density and DXe the administered xenon
density.
4.7.3 Imaging of broncho-constriction
During broncho-constriction the airway diameter decreases, and the distribution
of ventilation changes. We developed a special imaging sequence to study the
changes in airway sizes and ventilation distributions at the same time. The imag-
ing sequence consists on 2 images, where first one is used to calculate the airway
calibers, and the second one is used to study the ventilation. The experimental
sequence for imaging airways and the distribution of ventilation is presented in
figure 4.13.
The first image is taken a deep inspiration at approximately 70 % TLC es-
timated based on body weight [Takezawa et al., 1980] since the deep inspiration
maximizes xenon density in proximal conducting airways. The luminal surface
area of the airway is calculated from this image by fitting ellipses to contours of the
xenon distribution in the airway, and airways whose diameters are larger that 2.0
mm can be measured accurately. The second image is taken after few ventilatory
cycles in order to increase the alveolar density of the Xe/O2 gas mixture at FRC,
because the motion artifacts in the lung fields are minimal at end-expiration. The
distribution of ventilation is measured from the area of xenon-filled airspaces in
the lung fields from the second image. The area is called ventilated alveolar area,
and typically xenon densities of mode ± 2SD are included.























Fig. 4.13: Experimental sequence for imaging airways and the distribution of ventila-
tion with CT. Before the first image the animal breaths 4 tidal ventilatory
cycles of Xe/O2 gas mixture followed by a deeper inspiration of 1.3 s. First
CT image is acquired during a breath-hold of 4.0 s. After the first image,
ventilation is resumed, and following 6 ventilatory cycles, second CT image is
taken at end-expiration during a breath-hold of 4.0 s. At the end of the imag-
ing sequence the inhaled gas is switched back to air. The rapid oscillations
in PTR are artifacts due to rotation of the animal.
4.8 Radiation dose
In medical imaging of humans and animals with synchrotron radiation, where the
x-ray dose is a major issue, the energy should be higher than 30 keV to keep the
entrance skin dose within an acceptable range [Elleaume et al., 2002].
The absorbed dose is calculated by absorbed energy per mass unit (Gray
(J/kg)). The same absorbed dose delivered by different types of radiation may
result in different degrees of biological damage to body tissues [Marttila, 1995].
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where Φ is the photon flux [photons/m2], µen/ρ the mass energy absorption
coefficient of the object, and Eγ is the photon energy.
The x-ray dose delivered to the sample is derived from the germanium detector





Eγ (1 − e−(µGexGe)) e gain/128
, (4.7)
where N is the detector reading (bits) in one pixel (typically 40000); Qmin
is the minimum detectable charge (Qmin = 2 · 10
−15 C); Ep is the mean energy
necessary to create an electron-hole pair in germanium (Ep = 2.98 eV); ”gain”
is the electronic gain (from 1 to 128 with a factor of 2 between two consecutive
gains, typically 4); (Eγ = 34.56 keV); µGe is the total attenuation coefficient of
germanium (1/cm); xGe is the detector thickness (0.2 cm) and e is the electron
charge (e = 1.6 · 10−19 C). The first term corresponds to the detector entrance
beryllium window transmission factor (1 mm equivalent thickness, xBe).
The photon fluence in time ΦT (photons/s/m









where the pixel width is w = 0.35 mm, the beam hieght is h = 0.7 mm ,
and the integration time of one line is dt = 1.11 ms. Typically we obtain a
photon flux of Φ = 7.3 · 106 photons /mm2 for one projection, and ΦT = 6.6 · 10
9
photons/s/mm2. The surface dose of a CT image of a cylindrical object can be
calculated from equation


















here (µen/ρ) the mass energy absorption of tissue, µ average attenuation co-
efficient, and ro the diameter of the object (100 mm). Because acquisition time
for one CT image is typically t = 1.0 s, we obtain a dose of 400 mGy for a KES
dual-beam image pair [Ebashi et al., 1991], and [Elleaume et al., 2002]. In this
study, no effort was made to minimize radiation dose. However, radiation dose
delivered with synchrotron radiation sources is compatible with clinical applica-
tion, and synchrotron radiation has been extensively tested in human patients
for intravenous coronary angiography [Elleaume et al., 2000].
5. RESULTS
In this chapter the results of this thesis are summarized. The majority of figures
is presented in the respective original publications I-IV.
5.1 Lung imaging with K-edge subtraction imaging
The first publication of this thesis, article I, demonstrated the feasibility of KES
method at the European Synchrotron Radiation Facility. With KES imaging
the airways and ventilation can be studied quantitatively, with excellent spatial
resolution. Imaging of small airways down to 1.0 mm of diameter is possible.
Method is sensitive, and even small chances in the ventilation can be measured.
Fast imaging times makes functional studies possible. Figure 5.1 presents the
first published KES projection images from a rabbit.
Fig. 5.1: A series of KES projection images starting at the switch of the inhaled gas
from air to Xe/O2. The actual size of one image field is 52.5 mm x 66.5
mm, and the time between the images 1.3 s. The imaging sequence was not
synchronized to the respiratory cycle. The bronchial tree is visible down to
the fourth bifurcation of approximately 1.0 mm in diameter.
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5.2 Ventilation maps and uniformity
The second publication of this thesis (article II) presents the studies of ventilation
in healthy rabbit, and the changes in the distribution of ventilation, when tidal
volume (VT) is changed, but the minute ventilation was kept constant. Venti-
lation was measured with wash-in imaging sequence, the method is described in
sections 2.2.3, and 2.2.4, and the imaging is described in section 4.7.1.
Figure 5.2 illustrates a series of specific ventilation (sV̇ ) maps in one rabbit,
obtained at the apical, middle, and basal lung levels, at 3 different VT’s. These
images demonstrate differences in regional ventilation, which were most apparent
at the basal level of the lungs. Increasing VT without an increase in the minute
ventilation increased the regional ventilation in all studied lung levels. The effect
of VT on ventilation distribution is relevant to anaesthesia and intensive care.
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Fig. 5.2: Maps of sV̇ and τ in one rabbit, obtained at apical, middle and basal lung
levels, for 3 different VT (VT1, VT2 and VT3). The color scale is given in
(1/min) and in (s), respectively. sV̇ increased in all lung regions when VT
increased. There was a significant difference in sV̇ between dorsal and ventral
areas at the basal lung level.
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The distributions of time constant τ was found to be log-normal. The log-
normal shape of the distributions may be explained by the fractal structure of the
bronchial tree, which implies that the Xe/O2 mixture reaches each position in the
lung through a path that is characteristic of that position. When the probabilities
of gas redistribution in a given bifurcation are not 50/50, a process leads to the
log-normal distribution [Limpert et al., 2001]. Figure 5.3 shows frequency distri-
butions of τ obtained from the same animal as in figure 5.2 at basal lung level.
The histogram peak (τ max) shifted towards smaller values and the distribution
became narrower when VT was increased. However, on the relative logarithmic
scale, the width of the distribution remained nearly the same. The histograms
are best described by the log-normal distribution [Majumdar et al., 2005]. This
functional form is of fundamental importance for correct description of many
statistical distributions met in nature [Limpert et al., 2001].
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Fig. 5.3: Left: Histograms of xenon wash-in τ for one rabbit at at basal lung level
for different VT in linear scale. The corresponding τ maps are presented in
previous figure. Thin lines represent raw data, and log-normal fits are given
by thick lines. The peak value τmax and the full-width at half-maximum
(FWHM) ∆τw are indicated in one case. τ max and ∆τw decreased when VT
was increased. Right: Histograms of xenon wash-in τ(s) in logarithmic scale.
The mean value log(τ0) decreased with τmax, but the corresponding FWHM
= 2.35 σ remained nearly constant.
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5.3 Regional lung gas volume
In the third article of this thesis (article III) we have studied the regional lung gas
volume, in normal conditions and after broncho-constriction, caused by inhaled
histamine. The imaging sequence and analysis are presented in section 4.7.2.
The study demonstrates spiral KES-CT as a new technique for direct deter-
mination of regional lung gas volume, offering possibilities for non-invasive in-
vestigation of regional lung function and mechanics. An example of non-uniform
volume distribution in rabbit lung following histamine inhalation is presented in
figure 5.4. At the baseline, the ventilation is uniform. After histamine inhalation,
the distribution became non-uniform, revealing poorly ventilated areas. On the
other hand, the gas volume increased in some other areas. Regional respiratory
system compliance was calculated from the regional lung gas volume at baseline,
and it was found to increase with the distance from the lung apex.
Baseline 8 min 32 min after histamine















Fig. 5.4: Above: Volume-rendered 3D lung images, anterior view. Distribution of re-
gional lung gas content is displayed using an artificial color scale, a: baseline,
b: 8 min, and c: 32 min after histamine aerosol administration. The trans-
parency of the lower end of the scale was reduced for better visualization of
gas redistribution within the lungs following histamine administration. Be-
low: Dorsal view of surface-rendered 3D lung images obtained in one rabbit at
baseline and after histamine inhalation. Images 8 min after histamine inhala-
tion show poorly ventilated areas, and after 32 min there has been recovery.
Total image height is 49 mm.
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5.4 Effects of histamine provocation in airways
The studies reported in the fourth article of this thesis (article IV) focus on
kinetics of the changes in airway sizes and the homogeneity of ventilation during
bronchoconstriction. More detailed description of animal models for studies of
asthma is in section 2.3.7, and the experimental sequence in section 4.7.3.
Kinetics of histamine-induced broncho-constriction was studied up to 60 min
after histamine inhalation in proximal and distal airways. The cross-sectional area
of proximal airways was measured directly from the CT images, and distal airways
were studied indirectly by measuring the effectively ventilated lung area. The
results were compared using the respiratory system conductance. An example
of the effect of histamine on proximal airway diameters in one animal are shown
in figure 5.5. The luminal areas of proximal airways reached a minimum on the














Fig. 5.5: Xenon distribution in the middle lung cross-section level at baseline and 6,
24 and 64 min after histamine inhalation in one rabbit. Changes in proximal
airway caliber. The diameter of circled airway is marked in the upper corner
of each image.
An example of the effect of histamine on distal airways in one animal are shown
in figure 5.6. Distal airways reacted immediately to the histamine provocation,
and started to recover thereafter. The histograms of ventilated alveolar area
show unimodal distribution at baseline, but after histamine, the histograms were
bimodal.
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Fig. 5.6: Xenon distribution in the middle lung cross-section level at baseline and 6,
24 and 64 min after histamine inhalation in one rabbit. Above: changes
in the ventilated alveolar area. Values are marked in the upper corner of
each image. Below: Histograms of xenon density based on images presented
above. Ventilated alveolar area was calculated based on the histograms by
thresholding, density values within mode 2 ± SD were included (dotted lines).
The recovery of the distal airways was much faster than the recovery of
the proximal airways. This is shown in figure 5.7. It is possible to fit simple
functions to the observed data. Distal airway constriction and the conductance
have a mono-exponential behavior, and proximal airway constriction has a bi-
exponential behavior.
The curves describe the reaction to the histamine provocation. The initial
drop in the ventilated alveolar area is not seen, because the reaction is almost
immediate. Proximal airway behavior can be described with a bi-exponential
equation: f1(t) = C(e
−/(t−t0)/τ1) + (1 − e−/(t−t0)/τ2). Distal airway behavior can
be described with a mono-exponential equation: f2(t) = C(1 − e
−/(t−t0)/τ ). The
time constant of the proximal airway reaction was estimated to be τP1 = 8 min.
The time constants of spontaneous recovery for proximal and distal airways were
τP2 = 80 min and τD = 10 min, respectively.
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Fig. 5.7: Relative changes in overall respiratory system conductance relative to base-
line (G/G0), luminal area of proximal airways at the basal cross-section level
where the largest response to histamine was observed (in % of baseline), and
ventilated alveolar area after inhalation of histamine aerosol (in % of baseline).
5.5 Ventilation distributions and fractal analysis
Fractal analysis of ventilation was applied to the specific ventilation (sV̇ ) maps
measured in 5 healthy rabbits and presented in article II, but the present results
were not included in that article. The theory of fractal analysis is explained
in section 2.2.5. Ventilation was measured with wash-in imaging sequence, the
method is described in sections 2.2.3, and 2.2.4, and the imaging is described in
section 4.7.1.
Fractal analysis was performed by calculating the heterogeneity with the co-
efficient of variation CV of sV̇ as function of studied region V (explained in figure
2.10) [Glenny et al., 1991]. Figure 5.8 shows a log-log plot the CV(V ) of sV̇ . In
logarithmic scale, the curve is linear when the volume of V is large, but when
V becomes small enough, the increase in CV is not proportional to the change
in the volume of V . The histograms of sV̇ show that when V increases, the his-
togram becomes narrower. The variations in sV̇ show the changes in anatomical
structure. The variations in the calculation of sV̇ are assumed to be negligible,
because the calculation is very accurate [Porra et al., 2004].
Fractal dimension D and the unit of ventilation were calculated from 42 venti-






































Fig. 5.8: Left: A fractal log-log plot of CV as function of V . Red line shows the linear
plot of the slope, used in the calculation of fractal dimension D. Right: His-
tograms of sV̇ shows how the distribution changes narrower, when V increases.
The volume of V is N2 ·V0, when V0 is the voxel volume and N=[1,10,and 30].
Figure shows the raw histograms and the log-normal fits of the histograms.
The presented data is an example from one rabbit, in one imaging level.
conditions. Results are presented in table 5.1. Measured D values depend on the
lung level. D was highest at the apical lung level and lowest at the basal lung
level. The difference was significant between all imaged lung levels (P<0.01, Stu-
dents t-test), indicating structural differences in the different areas of the lungs.
A change in VT did not affect D. Values measured in this study were similar to
those previously reported, D=1.15-1.20 in pigs although comparison is difficult
because of different species [Altemeier et al., 2000]. Moreover, this analysis is
performed to 2 dimensional CT images, and comparison with results obtained
with 3D techniques is complicated.
Apical Middle Basal All levels
Mean 1.32 1.24 1.15 1.24
SD 0.09 0.06 0.08 0.10
Tab. 5.1: Fractal dimension D calculated at different lung levels.
Theoretically, the size of the unit of ventilation (UV) can be calculated from
the change in the slope of log-log plot of CV(V ). In our results the slope of
CV(V ) changes, but in most cases the exact location of the change is difficult
to estimate. Moreover, the calculations are from 2-dimensional CT images, and
that has an effect in the estimation of UV. So far, only theoretical estimations of
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the size of UV have been possible. Based on our data, the size of UV is in the
range of 2.0 mm3-4.2 mm3.
A more complete analysis of the results is underway, and the results will
be published separately [Porra et al., 2006]. The analysis is being extended to
images taken after histamine provocation. In particular the branching ratio of
the airways may be determined from the shape of the log-normal distributions
shown in figure 5.8 [Majumdar et al., 2005].
5.6 Statistical accuracy
Unlike CT with standard x-ray sources, the signal intensity on subtracted KES
images depends only on xenon density. The results are totally independent of
changes in the lung tissue density, resembling scintigraphic methods using ra-
dioactive xenon but with much higher spatial resolution.
A single energy image in Hounsfield units (HU) and a KES image are presented
in figure 4.2. The signal to noise ratio (SNR) can be calculated for figure with
equation





where µS is the mean signal in a region of interest (ROI), and σBG is the
standard deviation of the background noise. In image analysis ROI is chosen to
be an area where the values are similar. For lung image analysis we chose a 5x5
pixel area, and calculated for a single energy image SNR = 41 dB, and for a KES
image SNR = 29 dB.
Small variations in the density of lung tissue have a large effect in multiple
breath methods. In a single-energy CT, particularly at energies below xenon K-
edge, absorption in xenon gives only a relatively small contribution to the total
absorption in lung, and the statistical noise is seen as much larger deviations from
the fitted curve than in the KES case. However, the use of an x-ray energy just
above the K-edge enhances absorption in xenon, so that the radiographic density
increases by more than Das − D0 = 300 HU between the final (Das) and initial
(D0) densities of lung tissue and xenon. As an example, a fitted D(t) in a typical
wash-in sequence in a KES image series and in a single energy transmission image
series are shown in figure 5.9. The exponential fit to the observed xenon density
D(t) is excellent in the KES case, but in a single energy series the noise is markedly
larger. Mean normalized summed squared residuals (SSR) are normalized with
the density change in a wash-in series, for comparison of the two curves. Mean
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SSR was 10.8 % for a single energy image and 0.6 % for a KES image. These
SSR values are slightly better than values published in article II, because the CT
reconstruction has been developed, which improves the quality of image series.
However, the relation in the accuracy between a single-energy image and a KES
image stays similar. When the residuals in different methods are compared it
must be taken account that they depend on the imaging protocol, the density of
the inhaled gas, and the size of the used ROI. Moreover, it can be expected that
the errors would be considerably larger for an image acquired using a broad-band
x-ray source.































































Fig. 5.9: Left images: The range of density change due to xenon, in a 5 x 5 pixel
region. Upper a KES image, and lower a single energy transmission image in
HU units. Right images: Residuals of the wash-in curves presented in the left.
6. DISCUSSION
The results obtained with the KES method were discussed in the preceding chap-
ters and in the original publications I- IV. In the following these results are put
in perspective by discussing the advantages and limitations of the KES method,
and by making comparisons with other lung imaging methods. The discussion is
concluded by an outlook and prospects of compact synchrotron radiation sources.
6.1 Advantages and limitations
K-edge subtraction imaging (KES) allows the observation of small anatomic struc-
tures carrying a tracer element, while removing practically all features due to
other structures. A major advantage is that the results are quantitative. Unlike
CT with standard x-ray sources, results are independent of changes in the lung
tissue density, because the signal intensity on subtracted images depends only
on xenon density. Spatial resolution is high (pixel size 0.35 mm and slice thick-
ness 0.7 mm) and temporal resolution is fast enough to allow functional imaging
(1s/image). In this method the signal contrast is high compared to the noise
level. Radiation doses during imaging can be reduced to be compatible with the
doses in clinical x-ray imaging. Because the method is quantitative, it is possible
to estimate the distribution of ventilation even from a single KES image, but
multiple breath imaging gives more exact results [Bayat et al., 2006].
However, there are some limitations with KES imaging method. The beam
width is limited, which limits the maximum size of the object. At the medical
beamline of the European Synchrotron Radiation Facility, the maximum beam
width is 15.0 cm. Because the beam is stationary, the object needs to be rotated
or moved trough the beams. Since KES requires narrow energy bands bracketing
the K-absorption edge of the contrast element, sufficient flux is available only
with the high-intensity synchrotron radiation sources. This gives limitations for
the future clinical applications, before compact synchrotron sources are available
at hospitals.
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6.2 Comparison with other imaging methods
Scintigraphic methods use radioactive gases, and signal is recorded with gamma
cameras, and with PET scanners. These methods are presented in section 2.3.3.
Scintigraphic methods have been applied to study the changes in ventilation and
perfusion in normal lungs [Vidal Melo et al., 2003] and after broncho-constriction
[Vidal Melo et al., 2005] and [Venegas et al., 2005a]. The advantage of these meth-
ods is that scanners are available at hospital, but on the other hand the resolution
is low compared to the KES imaging, and the contrast gases are radioactive.
Magnetic resonance imaging use hyperpolarized gases to study ventilation,
and the method is presented in section 2.3.4. The advent of hyperpolarized gas
MRI gives possibility to visualize ventilated airspaces of the lungs using wash-in
of the contrast medium [Deninger et al., 2002] and [Kauczor et al., 2002]. How-
ever, ventilation is measured as fractional ventilation, which is a relative param-
eter [Spector et al., 2004]. Most MRI studies have been concentrated on visu-
alizing the ventilation in healthy and diseased humans [Moller et al., 2002] and
[Schreiber et al., 2005]. Spatial resolution of typical MRI scanners is low com-
pared to the KES imaging, although it is possible to reach similar resolution with
high-resolution small-animal MRI scanners.
Xenon-enhanced CT is a method, where distributions of ventilation are stud-
ied with multiple breath of xenon with a conventional CT scanner. The method
is presented in section 2.3.5. The advantages of this method is that CT scan-
ners are available at laboratories and hospitals. Xenon-enhanced CT has been
used widely to study the distributions of ventilation with multiple breath models
[Tajik et al., 2002], and ventilation and perfusion [Kreck et al., 2001] in healthy
animals. The resolution with high-resolution CT scanners is of the same order as
resolution in KES imaging. However, the signal intensity is low compared to the
KES imaging, the results are not quantitative.
Fluorescent microspheres imaging method is applied for ventilation and per-
fusion studies. The method is presented in section 2.3.6. The method is very
sensitive to study the distributions of ventilation [Robertson et al., 2005], and
pulmonary blood flow [Robertson et al., 1997] and [Glenny et al., 2000], and their
fractal properties. However, the collection of data is complicated and the exper-
iments can not be repeated afterwards with the same animal, since the animal
is sacrificed after the experiment. Moreover, it is difficult to study dynamical
phenomena, like broncho-constriction with this method.
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6.3 Compact synchrotron sources
Synchrotron radiation sources have revolutionized X-ray science with high-quality,
intense X-ray beams. However, synchrotrons are large installations with circum-
ferences of hundreds of meters, shared with many users for limited experiment
times. Synchrotrons produce intense beams of nearly parallel, monochromatic
radiation over a wide range of wavelengths. Laboratory x-ray sources produce
much less intense, lower quality beams, but on the other hand, they are avail-
able at all research centers and hospitals. There is a growing need of compact
x-ray sources to fill the gap between conventional laboratory x-ray sources and
the synchrotron radiation sources.
Designs of compact synchrotron radiation sources have been based on two dif-
ferent concepts: reducing the size of storage rings with high-field superconducting
bending magnets, or producing undulator radiation by interacting electron and
laser beams. A 1.5 GeV storage ring could be reduced to a 5 m x 10 m rectangle
with round corners of 4 T bending magnets, and sufficient flux of 35 keV radiation
could be produced by a multipole 6 T superconducting wiggler [Oku et al., 1998].
A less expensive and potentially more intense source is obtained by placing a laser
cavity in a low-energy storage ring. The laser pulse and the electron bunch col-
lide at the center of the cavity at intervals of 13.3 ns, if the circumference of the
ring is 4 m. Production of radiation can be described by considering the electron
bunch to travel trough the ”undulator” field of the laser pulse, or by Compton
back-scattering of the laser photons from the electrons. The spectral bright-
ness is expected to be comparable to that of 2nd generation synchrotron sources
[Huang and Ruth, 1997]. A prototype is being commissioned [Giles, 2004].
Compact synchrotron sources will provide high-quality X-ray beams to the
researchers in all fields of X-ray science. The brightness of the beam will be
orders of magnitude below the beam available at 3rd generation synchrotron
facilities, but is high enough to be used in many of the studies currently carried
out at synchrotron facilities. This opens new possibilities especially in medical
research, because new imaging techniques will be available at hospitals for clinical
applications.
7. CONCLUSIONS
In this thesis a synchrotron radiation imaging method has been developed and
used to study the structure and function of lungs in normal conditions and after
histamine provocation in healthy anaesthetized rabbits. The studies demonstrate
the feasibility of K-edge subtraction imaging (KES) for direct determination of
regional ventilation, regional lung volumes, and airway structures. This is the
first time that KES imaging with stable xenon gas has been used to study the
lung structure and function using 2- and 3-dimensional CT.
The method was developed for imaging the ventilation of small animals. The
spatial resolution is high, and the signal-to-noise ratio is much improved in KES
images, when compared with single-energy images without subtraction. Therefore
it is possible to detect small changes in the ventilated lung regions, and the
calculation of regional wash-in time constants is accurate.
KES imaging technique was used to show that increasing tidal volume in-
creases the uniformity of regional ventilation. The fractal properties of ventila-
tion were calculated, and it was found that the fractal dimension varies in the
lungs, and an estimate for the size of unit of ventilation was calculated.
The regional lung volumes were calculated from 3D spiral CT images, before
and after histamine provocation. It was found that the ventilation is uniform at
the baseline, but after histamine inhalation, the distribution became non-uniform,
revealing poorly ventilated areas. Regional respiratory system compliance was
calculated at baseline, and it was found to increase with the distance from the
lung apex.
The kinetics of histamine-induced broncho-constriction were studied in proxi-
mal and distal airways. The results show patchy filling defects in peripheral lung
ventilation following histamine provocation and that the distal airways react im-
mediately to histamine and start to recover, while the reaction and the recovery
in proximal airways is slower.
The application of synchrotron radiation technology to functional lung imag-
ing offers unique possibilities for the non-invasive investigation of regional lung
mechanics and physiology. This includes direct quantification of tracer elements,
and dynamic respiration-gated image acquisition with excellent spatial resolu-
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tion, allowing the exploration of regional lung function in small animal models
such as rabbits, and rodents. This technique has the potential to address sev-
eral unresolved issues of respiratory physiology including the relative contribution
of acinar heterogeneity to overall ventilation heterogeneity, the size of the func-
tional unit of ventilation, and the application of KES imaging to the simultaneous
measurement of lung ventilation and perfusion, using inhaled xenon and injected
iodine as contrast agents. Moreover, studies with sensitized animals will provide
valuable information about the mechanisms of broncho-constriction.
The KES is available at many synchrotron radiation facilities, where it is used
for research purposes. However, development of new compact synchrotron radi-
ation sources will open new possibilities for clinical applications of synchrotron
radiation imaging, including ventilation studies.
SUMMARY OF THE ARTICLES
The articles in this thesis are examples of how synchrotron radiation is used to
functional medical imaging. The main aspects are the studies of the structure and
function of lungs in normal or after airway narrowing by broncho-constriction.
The role of respondent in wringing of the articles is explained in the following.
Article I [Bayat et al., 2001] introduces lung imaging with K-edge subtraction
method (KES). This was the first publication of the group presenting the meth-
ods and basic images obtained with KES using inhaled stable xenon as contrast
agent. The respondent took part in planning the experiment setup, the plan-
ning of the imaging protocol, and performing the experiments, and the respon-
dent was responsible of developing the data analysis software and performing the
data analysis. Reprinted with permission of Physics in Medicine and Biology.
http://www.iop.org/EJ/abstract/0031-9155/46/12/315/.
Article II [Porra et al., 2004] shows the effect of tidal volume on ventilation dis-
tributions, based on wash-in imaging series. The respondent was responsible of
planning the experiment setup, and the imaging protocol, performing the exper-
iments, developing the data analysis software, performing the data analysis, and
writing the article. Reprinted with permission of Journal of Applied Physiology.
http://jap.physiology.org/cgi/content/abstract/96/5/1899/.
Article III [Monfraix et al., 2005] presents 3D imaging of the regional gas lung
volume in normal and histamine provocated lungs with spiral CT. The respondent
took part in the planning the experiment setup, planning the imaging protocol,
performing the experiments, and the respondent performed a part of data analysis
and writing. Reprinted with permission of Physics in Medicine and Biology.
http://www.iop.org/EJ/abstract/0031-9155/50/1/001/.
Article IV [Bayat et al., 2006] presents how broncho-constriction produces cal-
iber changes in bronchi and the associated changes in ventilation, and follows
the changes with time. The respondent was responsible of planning the experi-
ment setup, planning the imaging protocol, and performing the experiments, as
well as of developing data analysis software, performing the data analysis, and
most of the writing. Reprinted with permission of Journal of Applied Physiology.
http://jap.physiology.org/cgi/content/abstract/00594.2005v1/.
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